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To switch on the memory adapter briefly press the right ON/OFF key.

The analog scale with the current status of “Memory filled” (pointers indicate the 

memory occupied) and the last menu appear on the LCD display. The memory 

adapter is ready for operation.
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In on-line mode, do not leave the adapter-multimeter system unconnected to
PC and also ensure that RISHCom 100 is receiving data. Failing to do this will
result in lesser battery life.
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1) If Cyclic = OFF
Recording will stop when memory is filled.

2) If Cyclic = ON
Recording will not stop when memory is filled, but will continue to overwrite 
cyclically. i.e. The old data will be overwritten

No time limit is set on Recording.

Conditions:
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If only one adapter has been connected, always set Address as “1”
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Pin 4 and 7 have to be set on logic 1 by PC




